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Description 
FIELD OF THE INVENTION 


[0001] The present invention relates to treatment of 
degenerative retinal disease and, in particular, to appa- 
ratus for treatment thereof based on external electrical 
stimulation. 


BACKGROUND 


[0002] Many human retinal diseases cause vision loss 
by partial to complete destruction of the vascular layers 
of the eye that include the choroid and choriocapillaris, 
both of which nourish the outer anatomical retina and a 
portion of the inner anatomical retina of the eye. 

[0003] Many other retinal diseases cause vision loss 
due to partial or to complete degeneration of one or both 
of the two anatomical retinal layers directly, due to inher- 
ent abnormalities of these layers. The components of the 
retinal layers include Bruch’s membrane and retinal pig- 
ment epithelium which comprise the "outer anatomical 
retinal layer", and the photoreceptor outer and inner seg- 
ments, outer nuclear, outer plexiform, inner nuclear, inner 
plexiform, amacrine cell, ganglion cell and nerve fiber 
layers which comprise the "inner anatomical retinal lay- 
er", also known as the "neuroretina". The outer portion 
of the neuroretina is comprised of the photoreceptor outer 
and inner segments and outer nuclear layer (cell bodies 
of the photoreceptors) and is also known as the "outer 
retina" which is to be distinguished from the "outer ana- 
tomical retinal layer" as defined above. Loss of function 
of the outer retina is commonly the result of dysfunction 
of the outer anatomical retinal layer that provides nour- 
ishment to the outer retina and/or to direct defects of the 
outer retina itself. The final common result, however, is 
dysfunction of the outer retina that contains the light sens- 
ing cells, the photoreceptors. Some of these "outer reti- 
na" diseases include age-related macular degeneration, 
retinitis pigmentosa, choroidal disease, long-term retinal 
detachment, diabetic retinopathies, Stargardt’s disease, 
choroideremia, Best's disease, and rupture of the 
choroid. The inner portion of the neuroretina, however, 
often remains functionally and anatomically quite intact 
and may be activated by the appropriate stimuli. 

[0004] While researchers have reported efforts to re- 
store visual function in humans by transplanting a variety 
of retinal cells and retinal layers from donors to the sub- 
retinal space of recipients, no sustained visual improve- 
ment in such recipients has been widely accepted by the 
medical community. 

[0005] Multiple methods and devices to produce pros- 
thetic artificial vision based on patterned electrical stim- 
ulation of the neuroretina in contact with, or in close prox- 
imity to, the source of electrical stimulation are known. 
These devices typically employ arrays of stimulating 
electrodes powered by photodiodes or microphotodiodes 
disposed on the epiretinal side (the surface of the retina 
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facing the vitreous cavity) or the subretinal side (the un- 
derneath side) of the neuroretina. For example, Chow et 
al. have described various designs for implants to be in- 
serted in the sub-retinal space, i.e., a space created be- 
tween the inner and outer retinal layers, in U.S. Patent 
Nos. 5,016,633; 5,024,223; 5,397,350; 5,556,423; 
5,895,415; 6,230,057; 6,389,317 and 6,427,087. Gener- 
ally, the implants described in these patents are placed 
in contact with the photoreceptor layer of the inner retina 
such that electrodes on the implants can provide stimu- 
lating currents, derived from the photovoltaic conversion 
of incident light, to the inner retina. Additionally, tech- 
niques and devices for inserting such implants into the 
sub-retinal space are also described in various ones of 
these patents, e.g., U.S. Pat. Nos. 5,016,633; 5,024,223 
and 6,389,317. 

[0006] Cellular electrical signals also play important 
developmental roles, enabling nerve cells to develop and 
function properly. For example, nerve cells undergo con- 
stant remodeling, or "arborization", during development 
related to electric signaling. Firstan extensive preliminary 
network is formed that is then "pruned" and refined by 
mechanisms that include cell death, selective growth, 
loss of neurites (axonal and dendritic outgrowths), and 
the stabilization and elimination of synapses (Neely and 
Nicholls, 1995). If a neuron fails to exhibit or is inhibited 
from transducing normal electrical activity during arbori- 
zation, axons fail to retract branches that had grown to 
inappropriate positions. 

[0007] The application of electric currents to organ sys- 
tems other than the eye is known to promote and maintain 
certain cellular functions, including bone growth, spinal 
cord growth and cochlear spiral ganglion cell preserva- 
tion (Acheson et al., 1991; Dooley et al., 1978; Evans et 
al., 2001; Kane, 1988; Koyama et al., 1997; Lagey et al., 
1986; Leake et al., 1991; Leake et al., 1999; Politis and 
Zanakis, 1988a; Politis and Zanakis, 1988b; Politis and 
Zanakis, 1989; Politis et al., 1988a; Politis et al., 1988b). 
[0008] In other studies, the application of growth and 
neurotrophic-type factors was found to promote and 
maintain certain retinal cellular functions. For example, 
brain-derived neurotrophic factor (BDNF), neurotrophin- 
4 (NT-4), neurotrophin-5 (NT-5), fibroblastic growth fac- 
tor (FGF) and glial cell line-derived neurotrophic factor 
(GDNF) have been shown to enhanced neurite outgrowth 
of retinal ganglion cells and to increase their survival in 
cell culture. GDNF has been shown to preserve rod pho- 
toreceptors in the rd/rd mouse, an animal model of retinal 
degeneration. Nerve growth factor (NGF) injected into 
the intra-ocular area of the C3H mouse, also a model of 
retinal degeneration, results in a significant increase of 
surviving photoreceptor cells compared to controls (Bo- 
sco and Linden, 1999; Caleo et al., 1999; Carmignoto et 
al., 1989; Cui et al., 1998; Frasson et al., 1999; Lambiase 
and Aloe, 1996; Reh etal., 1996). No methods or devices, 
however, to improve the general inherent visual function 
of damaged retinal cells distant from a source of electrical 
stimulation through the use of chronic electrical stimula- 
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tion applied to the neuroretina from either within the eye 
or indirectly via contact with surface structures of the eye 
are known. 

[0009] Further examples of known devices for the 
treatment of degenerative retinal disease are described 
in US Patent No. 5,109,846 A and US Patent Application 
Publication No. 2003/014089 A1. Other similar devices 
are described in European Patent Application Publication 
No. EP 1 723 984 and International Patent Application 
Publication No. WO 2004/067088, both published after 
the present application. 


BRIEF SUMMARY OF THE INVENTION 


[0010] The present invention provides devices for pre- 
ventive or therapeutic treatment of degenerative retinal 
disease through the application of electrical stimulation. 
In particular, the present invention concerns the use of 
electrical stimulation applied to surface structures of an 
eyeball for such treatment. Generally, this is achieved 
with a device comprising a source of an electrical stim- 
ulation signal coupled to a first electrode configured for 
contact with a first internal surface structure of an eyeball 
and a second electrode configured for contact with a sec- 
ond surface structure of the eyeball, which second sur- 
face structure may be external or internal. Surface struc- 
tures of the eyeball may be categorized as either external 
surface structures (e. g., conjunctiva and cornea) or in- 
ternal surface structures (e. g., sclera, episclera, intra- 
muscular septum, Tenon’s capsule, extraocular muscles 
or tendon, etc.). The source of the electrical stimulation 
signal may be implemented internal to a body of a patient, 
external to the body or through a combined internal/ex- 
ternal approach. Electrodes in accordance with various 
embodiments of the present invention may be arranged 
in one or more ring formations, including interleaved elec- 
trodes. The electrodes are preferably arranged such that 
a circuit created by the source, electrodes and interven- 
ing biological tissue provides trans-retinal electrical stim- 
ulation to thereby effect treatment. 


BRIEF DESCRIPTION OF THE DRAWINGS 


[0011] FIG. 1 is a cross-sectional top view of a human 
eye. 
[0012] FIG. 2 is a cross-section through a human eye 


indicating layers of the outer and inner anatomical retina, 
as indicated by the inset of FIG. 1. 

[0013] FIG. 3 is a schematic block diagram of a prior 
art technique for indirect electrical stimulation. 

[0014] FIG. 4 is a schematic block diagram of another 
prior art technique for indirect electrical stimulation. 
[0015] FIG. 5 is a schematic block diagram of yet an- 
other prior art technique for indirect electrical stimulation. 
[0016] FIG. 6 is a schematic block diagram of a tech- 
nique for indirect electrical stimulation in accordance with 
the present invention. 

[0017] FIG. 7 is a schematic block diagram of another 
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technique for indirect electrical stimulation in accordance 
with the present invention. 

[0018] FIG. 8 is a partial cross-sectional side view of 
a human eye and surrounding structures. 

[0019] FIG. 9 is a partial cross-sectional magnified 
view of a region of the eye illustrated in FIG. 8. 

[0020] FIG. 10isaside view of a human eye illustrating 
application of a corneal electrode in accordance with an 
embodiment of the present invention. 

[0021] FIG.11isaside view of a human eye illustrating 
application of an epi-conjunctival electrode in accord- 
ance with an embodiment of the present invention. 
[0022] FIG. 12 is a side view of a human eye illustrating 
application of a fiber electrode in a conjunctival fornix in 
accordance with an embodiment of the present invention. 
[0023] FIG. 13is a side view of a human eye illustrating 
application of a plurality of electrode arrays applied to an 
internal surface structure in accordance with an embod- 
iment of the present invention. 

[0024] FIG. 14is a side view of a human eye illustrating 
application of an electrode array to an internal surface 
structure in accordance with an embodiment of the 
present invention. 

[0025] FIG. 15 is a schematic block diagram of an in- 
ternal surface structure/internal surface structure tech- 
nique for indirect electrical stimulation in accordance with 
the present invention. 

[0026] FIG. 16 is a schematic block diagram of an in- 
ternal surface structure/external surface structure tech- 
nique for indirect electrical stimulation in accordance with 
the present invention. 

[0027] FIG. 17 is a top view of a human eye illustrating 
an exemplary implementation of the embodiment of FIG. 
15. 

[0028] FIG. 18 is a top view of a human eye illustrating 
a first exemplary implementation of the embodiment of 
FIG. 16. 

[0029] FIG. 19 is a top view of a human eye illustrating 
a second exemplary implementation of the embodiment 
of FIG. 16. 


DETAILED DESCRIPTION OF THE PRESENTLY PRE- 
FERRED EMBODIMENTS 


[0030] In the course of testing for the safety and effi- 
cacy of retinal implants in humans blinded by retinitis 
pigmentosa, an unexpected and surprising observation 
was made: even though the implants were placed at a 
discrete location in the subretinal space (acting as a pros- 
thesis), vision was improved not only in those discrete 
locations as expected, but also in distant locations of the 
retina. Thus chronic electrical stimulation in specific lo- 
cations enhanced retinal cell function throughout the eye. 
This "halo effect" can be used to improve vision in those 
individuals who suffer from diseases, conditions and trau- 
mas that have damaged the outer retinal layer but leave 
the inner retinal layer at least partially intact. Although 
prosthetic electrical devices designed to replace dam- 
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aged or missing retinal cells have been used to treat vi- 
sion loss caused by outer retinal degeneration, electrical 
stimulation to improve large areas of retinal cell visual 
function is novel. As a non-limiting explanation, the pro- 
motion of improved retinal cell visual function by chronic 
electrical stimulation may be explained by the stimulation 
of production and release of growth factors; more spe- 
cifically, neurotrophic-type growth factors, by the stimu- 
lated retinas. The synthesis and/or secretion of neuro- 
trophic factors would then improve retinal cell function 
and survival in conditions where these activities would 
be lost. 

[0031] Accordingly, the present invention discloses 
novel devices to electrically stimulate the retina to im- 
prove large areas of retinal visual function and to protect 
the retina from degeneration. As described in greater de- 
tail below, the devices disclosed herein may be generally 
categorized as indirect. Direct techniques involve stimu- 
lation of a retina wherein the stimulus traverses substan- 
tially no intervening biological structures. Conversely, in- 
direct techniques encompass stimulation of a retina 
wherein the stimulus must traverse one or more inter- 
vening biological structures. 


Subject! Patient 


[0032] A subject (patient) may be a human being ora 
non-human animal, but is preferably a human. Usually 
the individual has suffered some type of retinal damage 
and/or degeneration that results in some degree of visual 
loss and/or has a condition that will result in retinal dam- 
age and/or degeneration. A normal (healthy) subject 
does not have a condition that will result in retinal damage 
and/or degeneration and/or has not suffered retinal dam- 
age and/or degeneration. 


Improving visual function 


[0033] Improving visual function refers to improving a 
targeted function of the eye, selected by the artisan, and 
includes improving any to all of the following capabilities 
of the eye, retina and visual system: perception of bright- 
ness in the presence of light, perception of darkness in 
the absence of light, perceptions of contrast, color, 
shape, resolution, movement and visual field size. 
[0034] Primary visual degradation means loss of visual 
function due to malfunctioning, damaged or degenera- 
tion of structures found in the eye. Secondary visual deg- 
radation means loss of visual function due to secondary 
damage, typically from lack of use of the vision-associ- 
ated portions of the brain. Improving visual function 
means to improve the visual function of primary visual 
degradation, secondary visual degradation or both. 


Eyelyeball 


[0035] The eye (or eyeball) has the usual definition in 
the art. Eye includes all interior and exterior surfaces, 
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components, contents and cavities of the eye. The eye 
does not include the eyelid or optic nerve. 

[0036] Theretina of the eye can be divided into sectors 
as is commonly accepted in the art. Such sectors are 
described by the use of the terms temporal, nasal, supe- 
rior, inferior, by clock hour designation, and by the 
number of degrees away from the macula. For example, 
the temporal sector of the retina is the retina temporal to 
a perpendicular plane cutting through retina from the 12 
o'clock to the 6 o'clock positions and through the macula. 
In another example, the superior sector is the retina su- 
perior to a perpendicular plane cutting through the 9 
o'clock to 3 o'clock positions and through the macula. In 
a further example, the superior-temporal sector is the 
intersection of these two sectors, a pie-shaped area de- 
lineated from the 9 o’clock position of the peripheral retina 
to the macula and then clockwise to the 12 o’clock posi- 
tion. More specific locations of the retina can be desig- 
nated by degrees away from the macula and clock hour 
location: for example, 20 degrees away from the macula 
at the 3 oclock (nasal) position. The number of degrees 
away from the macula is in visual axes degrees. These 
axes all intersect through the lens of the eye. 

[0037] The visual field sectors correspond oppositely 
to the retinal sectors as is commonly understood in the 
art. For example, the superior-temporal sector of the ret- 
ina corresponds to the inferior-nasal portion of the visual 
field. 


Peripheral 


[0038] To be peripheral to an object, device or other 
landmark includes all surrounding parts, but not the ob- 
ject, device or landmark, i.e., the object, device or land- 
mark, together with the peripheral portion, constitutes the 
whole. 


Light 


[0039] Light refers not only to the electromagnetic 
spectrum that humans can readily perceive visually (ap- 
proximately 400 nm to 750 nm), but also includes ultra- 
violet light (<400 nm in wavelength) as well as infrared 
light (>750 nm in wavelength). 


Indications 


[0040] The invention can be used to improve visual 
function in subjects in which the retina is damaged by 
disease, degeneration, condition, or trauma and/or to 
slow down or stop the progression of damage by disease, 
degeneration, condition or trauma. Common diseases, 
conditions, degeneration or trauma that are particularly 
amenable to this treatment include age-related macula 
degeneration, retinitis pigmentosa, Lebers congenital 
amaurosis, Stargardt’s disease, Best's disease, diabetic 
retinopathy, long-term retinal detachment, and choroidal 
damage. 
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Eye structure 


[0041] Referring to the drawings, FIG. 1 illustrates a 
section through the eyeball. The neuroretina 150 com- 
prises multiple layers of cells and structures (see FIG. 
2). The photoreceptor components of the retina are sit- 
uated within the neuroretina which covers the internal 
posterior cavity of the eye, terminating anteriorly at the 
ora serrata 167. The ciliary body 168 and the iris 162 are 
covered by extensions of the retina, lacking photorecep- 
tor components. The outermost layers of the eye consist 
of the sclera 164 and cornea 158. The sclera is pierced 
by the emerging optic nerve 166. The lens 160 and vit- 
reous cavity 154 are also indicated. The macula 169 of 
the retina is typically a 3 mm by 5 mm oval region, at the 
center of which is the fovea 170. 

[0042] The layers of the eye at the posterior pole from 
inside to outside are shown in FIG. 2: internal limiting 
membrane 40, nerve fiber layer 42, ganglion cell layer 
44, inner plexiform 46, inner nuclear layer 48, outer plexi- 
form 50, outer nuclear cell layer 52, and photoreceptor 
outer and inner segment layer 54, all of which constitute 
the anatomical inner retinal layer, also known as the neu- 
roretina 56. The retinal pigment epithelium 58 and 
Bruch’s membrane 60 constitute the outer retinal layer 
62. The choriocapillaris 64 and choroid 66 comprise the 
choroidal vasculature 68. The outer coat of the eye is the 
sclera 70. Light 156 enters the retina as shown. 


Indirect Stimulation 


[0043] In prior applications, embodiments were dis- 
closed possessing acommon characteristic that the elec- 
trical stimulus is provided directly to the neuroretina, i.e., 
there are substantially no intervening biological struc- 
tures. In accordance with the present invention, electrical 
stimulus may be applied to the neuroretina in an indirect 
fashion, i.e., via one or more intervening biological struc- 
tures. 

[0044] Various methods for indirect stimulation, as that 
term is defined herein, are known. FIGs. 3-5 are sche- 
matic illustrations of such prior art techniques. FIG. 3 
illustrates a technique (described in U.S. Patent No. 
5,147,284 issued to Fedorov et al.; hereinafter "Fedor- 
ov") in which electrical stimulation is applied to an eye 
204 of a patient 202 via a pair of surgically implanted 
electrodes 210, 212 applied to surfaces of the eye 204 
and optic nerve 206. A source of electrical stimulation 
208 is provided coupled to the pair of electrodes 210, 
212. In practice, the source 208 comprises an induction 
coil that provides electrical currents as a result of mag- 
netic fields applied to the temporal region of the patient 
202. While Fedorov reports improved vision in patients, 
the circumstances under which the patients were treated 
are not known and do not appear to have been subjected 
to peer review. Moreover, it will be readily evident to those 
having ordinary skill in the art that the implantation of an 
electrode in close proximity to the optic nerve 206 re- 
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quires highly invasive and complicated surgery. 

[0045] FIG. 4 illustrates a more recent technique pro- 
posed by Chow in U.S. Patent No. 6,427,087. In partic- 
ular, an electrode 210’ is placed in contact with tissues 
of the eye 204, whereas another electrode 212’ is placed 
within the vitreous cavity 205 that may be in contact with 
the internal limiting membrane (see also the vitreous cav- 
ity 154 illustrated in FIG. 1). Itis believed that the resulting 
trans-retinal stimulation resulting from this configuration 
will result in more efficient stimulation. 

[0046] Yet another approach is illustrated in FIG. 5 in 
which the stimulating 210" and return 212" electrodes, 
rather than being in direct contact with the eye 204, are 
instead placed upon external tissues 214, 216. Examples 
of this approach (sometimes referred to as microcurrent 
stimulation), particularly for the purpose of treating de- 
generative retinal diseases such as macular degenera- 
tion and retinitis pigmentosa, are taught in U.S. Patent 
No. 5,522,864 to Wallace et al. and U.S. Patent Nos. 
6,035,236 and 6,275,735 to Jarding et al. Typically, the 
stimulating electrode 210" is coupled to external tissue 
in close proximity to the eye 204, e.g., the eyelid, and the 
return electrode 212" is coupled to distal external tissues 
such as the occipital lobe or arm of the patient 202. While 
anecdotal evidence of efficacy has been sporadically re- 
ported, no controlled, peer reviewed studies on humans 
are known to have been performed and, furthermore, the 
American Academy of Ophthalmology’s Task Force on 
Complementary Therapies concluded in September 
2000 that "strong evidence has not been found to dem- 
onstrate the effectiveness of microcurrent stimulation 
treatment of [age-related macular degeneration] com- 
pared to standard therapies." 

[0047] Incontrastto the prior art techniques described 
above, the present invention encompasses indirect stim- 
ulation techniques based on application of one or more 
electrodes to surface structures of the eye, as opposed 
to peripheral structures such as the optic nerve or eyelids. 
As used herein, surface structures of the eye may be 
divided into two classes, internal surface structures and 
external surface structures as described in greater detail 
below. In general, surface structures of the eye may be 
defined as any of several laminae (beginning most inte- 
riorly with the sclera in the case of internal surface struc- 
tures) and forming or surrounding the eye, depending 
upon the specific region of the eye under consideration. 
[0048] A schematic illustration of an embodiment of 
indirect stimulation in accordance with the present inven- 
tion is presented in FIG. 6. In this embodiment, at least 
one active or stimulating electrode 226 is applied to a 
surface structure of an eye 220. The at least one active 
electrode 226 is configured for chronic contact with the 
surface structure of the eye 220. As used herein, the term 
chronic encompasses not only continuous periods of time 
but also repetitive and/or periodic intervals of time. For 
example, the at least one active electrode 226 may be 
substantially permanently attached or otherwise coupled 
to the surface structure, or it may be configured to allow 
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for repetitive placement in contact with, and subsequent 
removal from, the surface structure over a period of time 
established by a course of treatment. 

At least one return or ground electrode 228 is configured 
for application to tissues 222 of an external surface struc- 
ture of the eyeball or to an internal surface structure of 
the eyeball being an outer surface of the sclera, of the 
patient. Additionally, the at least one return electrode 228 
may be configured for chronic or temporary application 
to the tissue 222. For example, the at least one return 
electrode 228 may comprise one or more implantable 
electrodes substantially permanently coupled to the tis- 
sue 222 or it may comprise one or more temporary cu- 
taneous electrodes secured with an adhesive and elec- 
trically coupled using a suitable conductive gel. Posi- 
tioned in this manner, and given the relatively low resist- 
ance of the vitreous relative to the surface structures and 
surrounding tissues of the eye, the active and ground 
return electrodes establish a trans-retinal circuit such that 
application of an electrical stimulation signal to the active 
electrode will result in beneficial trans-retinal currents. 
[0049] Inadditiontothe electrodes 226, 228, the above 
system illustrated in FIG. 6 also comprises a source of 
the electrical stimulation signal. The particular configu- 
ration of the source depends on whether the source is 
implemented entirely internally or externally, or com- 
bined internally and externally, relative to the patient. For 
example, in the case where only the active electrode 226 
is configured to removably contact external surface struc- 
tures of the eye and the return electrode 228 is configured 
for temporary cutaneous contact, the source may com- 
prise one or more input terminals 224 for application of 
the electrical stimulation signal to the electrodes. In this 
case, the electrical stimulation signal is provided by an 
extraocular signal source 224’. 

[0050] Alternatively, the source 224’ may be entirely 
internal to the patient 202’ as in the case of an implantable 
battery and, optionally, signal generation circuitry (not 
shown). In this case, it is assumed that the at least one 
return electrode 228 is likewise chronically implanted in 
the patient 202’, thereby vitiating the need for any input 
terminals 224. 

[0051] Further still, the source may be implemented 
as a combination of internal 224’ and external 224" (rel- 
ative to the patient) components. For example, the inter- 
nal source component 224’ may comprise a receiver in- 
duction coil implanted subcutaneously and the external 
source component 224" may comprise transmitting coil 
that may be precisely aligned with the receiver induction 
coil. As known in the art, such transmitter/receiver coil 
pairs may be used to transmit power and data that may 
be used to provide the electrical stimulation signal. 
[0052] In practice, the electrical stimulation signal pro- 
vided by the source may comprise virtually any type of 
waveform demonstrating a beneficial effect. For exam- 
ple, the electrical stimulation signal may comprise an 
anodic or cathodic direct current signal or a time-varying 
waveform such as a square, sine, triangular, saw tooth 
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signal or any other similar waveform. Preferably, the elec- 
trical stimulation signal comprises a bi-phasic waveform 
that is balanced in the sense a net zero charge is applied 
to the retina over a period of time. This may be achieved, 
by way of non-exhaustive examples, through the use of 
a signal comprising a continuous train of equal-duration 
bi-phasic pulses; equal-duration bi-phasic pulses sepa- 
rated by periods of quiescence; varying duration and am- 
plitude bi-phasic, charge balanced pulses; combinations 
of the above; etc. Pulse frequencies may range anywhere 
from 10 KHz down to 0.001 Hz or, in the extreme, even 
a continuous monophasic waveform, i.e., 0 Hz. Those 
having ordinary skill in the art will appreciate that the par- 
ticular type of electrical stimulation signal used is a matter 
of design choice and is selected so as to provide maxi- 
mum beneficial effect. 

[0053] Aschematic illustration of another embodiment 
of indirect stimulation in accordance with the present in- 
vention is presented in FIG. 7. In this embodiment, the 
at least one active electrode 226 is applied to a first sur- 
face structure of the eye 220 and the at least one return 
electrode 228 is applied to a second surface structure of 
the eye 220. In practice, the first and second surface 
structures may be the same or different surface struc- 
tures. The source 224, 224’, 224" of the electrical stim- 
ulation signal in this embodiment may comprise any of 
the alternatives described above relative to FIG. 6. It is 
anticipated that the embodiment of indirect stimulation 
illustrated in FIG. 7 will provide heightened stimulation 
of the retina given the relative proximity of electrodes to 
the retina. The various surface structures applicable to 
the present invention are further described below with 
reference to FIGs. 8 and 9. 

[0054] Referring now to FIG. 8, an eye and surrounding 
structures are illustrated. The ocular orbit is defined by 
bone structures 230, 231. Within the orbit, a layer of ex- 
traconal fat 233 and intraconal fat 235 surround the eye- 
ball. The fat layers 233, 235 are separated from each 
other by acone defined by superior 236, inferior 238 and 
lateral 240 extraocular muscles as well as an intermus- 
cular septum 242 connecting the muscles. The optic 
nerve 166 exits the orbit posteriorly, whereas the anterior 
portion of the eyeball is formed by a portion of the sclera 
and the cornea 158. The so-called Tenon’s capsule 244 
(partially shown) separates the eyeball from the orbital 
fat and forms a socket within which the eyeball moves. 
The upper and lower eyelids 246, 247 enclose and pro- 
tect the anterior portion of the eyeball. The conjunctiva 
comprises the bulbar conjunctiva 159’ overlying the an- 
terior portion of the sclera and the palpebral conjunctiva 
159" overlying the inner surface of the upper and lower 
eyelids 246, 247. The fold between the bulbar and palpe- 
bral conjunctiva 159’, 159" gives rise to a conjunctival 
fornix 250. In the context of the present invention, exter- 
nal surface structures comprise those surface structures 
that are accessible via the palpebral fissure defined by 
the eyelids, i.e., the cornea 158 and the conjunctiva 159. 
Internal surface structures are defined as those surface 
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structures posterior to the bulbar conjunctiva 159’ and 
comprise the various laminae beginning with the sclera 
and its overlying structures, which overlying structures 
are dependent upon the particular region of the eyeball 
under consideration. 

[0055] FIG. 9 schematically illustrates the various sur- 
face structures present at the exemplary region indicated 
in FIG. 8. The dimensions shown are not to scale. The 
sclera 164 forms the innermost surface structure. Moving 
outwardly from the sclera 164, the episclera 260 is a thin, 
loose layer of connective tissue forming the outer surface 
of the sclera 164. The intermuscular septum 242 resides 
above the episclera 260, and Tenon’s capsule 244 re- 
sides above the intermuscular septum 242. Each of the 
layers illustrated in FIG. 14 comprises, for purposes of 
the instant invention, a separate surface structure to 
which an electrode may be applied. Those having ordi- 
nary skill in the art will appreciate that other regions of 
the eyeball may have surface structure layers different 
from those illustrated in FIG. 9. 

[0056] Various exemplary implementations of the em- 
bodiments of FIGs. 6 and 7 are schematically illustrated 
with respect to FIGs. 10-14. For reference, each of FIGs. 
10-12 illustrate the superior 236, inferior 238 and lateral 
240 extraocular muscles, the upper and lower eyelids 
246, 247 and the cornea 158. FIG. 10 illustrates an em- 
bodiment in which a contact lens body 265 supports one 
or more corneal electrodes 266. Various materials for 
fabricating the supporting body 265 and the at least one 
corneal electrode 266 are known to those having ordinary 
skill in the art. Corneal electrode 266 is employed as a 
return electrode. (This is also true of the other embodi- 
ments illustrated in FIGs. 11 and 12.) The at least one 
corneal electrode 266 may comprise a plurality of dis- 
crete electrodes arranged, for example, in a ring forma- 
tion affixed in proximity to the periphery of the supporting 
body 265, or may comprise a single annular electrode 
similarly affixed to the supporting body 265. Alternatively, 
the at least one corneal electrode 266 may be arranged 
closer to the central region of the cornea. Note that, for 
ease of illustration, none of FIGs. 10-12 illustrate the com- 
plementary electrode, nor do FIGs. 10-14 illustrate the 
electrical connections between the electrodes and the 
source of the electrical stimulation signal, which connec- 
tions will be readily devisable as a matter of design choice 
by those having ordinary skill in the art. 

[0057] FIG. 11 illustrates another embodimentin which 
an annular supporting body 270 provides support for at 
least one epi-conjunctival electrode 271. Once again, 
various materials for fabricating the supporting body 270 
and the at least one epi-conjunctival electrode 271 are 
known to those having ordinary skill in the art. As in the 
embodiment of FIG. 10, the at least one epi-conjunctival 
electrode 271 may comprise a plurality of individually se- 
lectable electrodes or a single annular electrode as a 
matter of design choice. In the example shown in FIG. 
11, the at least one epi-conjunctival electrode 271 con- 
tacts the bulbar conjunctiva 159’ in close proximity to the 
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cornea 158. However, additionally or alternatively, the at 
least one epi-conjunctival electrode 271 may be placed 
more distally from the cornea 158 and yet still in contact 
with the bulbar conjunctiva 159’. 

[0058] FIG. 12 illustrates yet another embodiment in 
which an electrode 275 is placed in epi-conjunctival con- 
tact within the conjunctival fornix 250. In practice, the 
electrode 275 may comprise a fibrous or filamentary elec- 
trode such as a "DTL" electrode. DTL electrodes are par- 
ticularly advantageous because they are known to be 
well tolerated by patients given their relatively slender 
dimensions. Although a single electrode is illustrated in 
the lower conjunctival fornix 250, an electrode may also 
be placed in the upper conjunctival fornix as an alterna- 
tive, or in addition to, the lower electrode. Furthermore, 
more than one electrode can be placed into either of the 
fornices at a single time. 

[0059] Each of FIGs. 10-12 illustrates embodiments in 
which second electrodes are placed in contact with ex- 
ternal surface structures of the eye. FIG. 13 schemati- 
cally illustrates an embodiment in which electrodes are 
applied to internal surface structures. In particular, one 
or more supporting rings 281-283 are implanted in con- 
tact with internal surface structures. Note that although 
the third ring 283 is placed in contact with a substantially 
anterior portion of the eye, it is implanted beneath the 
bulbar conjunctiva 159’. However, a hybrid internal/ex- 
ternal surface structure technique may be possible if the 
third ring 283 were placed above the bulbar conjunctiva 
159’ in a manner similar to that illustrated in FIG. 11. 
(Such hybrid arrangements are further described with 
reference to FIGs. 16, 18 and 19 below.) Techniques for 
introducing such rings into the orbit and for securing them 
to the eye are know in the art, particularly from the use 
of so-called scleral buckles. For example, each ring may 
be sutured in place in accordance with such techniques. 
Note that the first and second rings 281, 282 are prefer- 
ably placed beneath the extraocular muscles 236, 238, 
240 in accordance with known techniques. 

[0060] Eachring comprises at least one electrode 285 
and, in a preferred embodiment, each ring comprises a 
plurality of electrodes. Suitable materials for fabricating 
the supporting rings and electrodes are known to those 
having ordinary skill in the art. Preferably, each electrode 
is individually selectable. Additionally, each individual 
electrode may be electrically configured to act as an ac- 
tive electrode or a return electrode. In this manner, each 
ring 281-283 may comprise both active and return elec- 
trodes. In such an embodiment, it may be preferable to 
interleave active and return electrodes and, further, to 
antipodally arrange the active and return electrodes. An 
antipodal arrangement of electrodes will give rise to a 
trans-retinal current path that is substantially perpendic- 
ular to the retinal surface. Additionally, being individually 
selectable, each electrode in an antipodal electrode pair 
could be periodically switched between active and return 
operation. Further still, electrodes between rings could 
be activated as stimulating pairs, e.g., an electrode from 
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a first ring 281 could be operated as an active electrode 
and an electrode from a second ring 282 could be oper- 
ated as a return electrode, and vice versa. Although a 
specific number of supporting rings 281-283 positioned 
in substantially vertical orientations are illustrated in FIG. 
13, it is understood that a greater or lesser number of 
such rings could be employed and, further, that the ori- 
entation of such rings need not be limited to substantially 
vertical. Taken to an extreme, the supporting rings 
281-283 could be eliminated and, instead, each electrode 
285 may comprise a separate, independent supporting 
member such that individual electrodes may be implant- 
ed at specific locations on specific internal surface struc- 
tures. 

[0061] Yetanother embodiment providing contact with 
internal surface structures is illustrated in FIG. 14. In this 
embodiment, one or more supporting sheaths 290 com- 
prising a plurality of electrodes 292 are positioned and 
secured in contact with internal surface structures of the 
eye. The discussion above with regard to individually se- 
lectable and antipodal electrodes relative to FIG. 13 
equally applies to the arrangement of FIG. 14. To accom- 
modate the presence of various ocular structures, such 
as the connections between the various muscles 236, 
238, 240 and the sclera, openings 294 may be provided. 
In the example illustrated in FIG. 14, a plurality of sheaths 
290 are provided such that each sheath 290 covers the 
surfaces between adjacent muscles with the openings 
294 thereby being formed by the adjacency of the 
sheaths 290 when implanted. In the case where a single 
sheath 290 surrounds at least one of the muscles, the 
anterior portion of the opening 294 could be fabricated 
such that a unitary body is provided (illustrated with dot- 
ted lines) whereas the opening of the posterior portion 
of the opening 294 would allow flexing of the sheath 290 
for placement underneath the muscle. Further still, rather 
than trying to maneuver the sheaths 290 around the mus- 
cles, holes could be provided within the otherwise con- 
tinuous sheaths 290. In this case, the muscles would 
need to be severed first to allow positioning of the 
sheaths, followed by reattachment of the muscles at po- 
sitions corresponding to the holes. Regardless of the par- 
ticular configuration, the embodiment illustrated in FIG. 
14 allows multiple electrodes to be placed in contact with 
internal surface structures of the eye to facilitate indirect 
stimulation of the retina. 

[0062] The embodiments of FIGs. 13 and 14 are par- 
ticular examples of the schema illustrated in FIG. 15. Sim- 
ilar to the schemas illustrated in FIGs. 6 and 7, the sche- 
ma of FIG. 15 comprises a source 224, 224’, 
224" coupled to electrodes 226, 228 in contact with an 
eye 220. However, in this schema, the electrodes are 
both in contact with internal surface structures 300, 302 
of the eye. Ina presently preferred embodiment, the elec- 
trodes 226, 228, being configured for contact with internal 
surface structures, are preferably configured for chronic 
implantation, e.g., constructed of materials exhibiting 
very good biodurability, biocompatibility, etc. 
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[0063] A further schema (generalizing the "hybrid" em- 
bodiment mentioned above with regard to FIG. 13) is 
illustrated in FIG. 16. The schema of FIG. 16 differs from 
that of FIG. 15 in that one second electrode 228 is con- 
figured for contact with an external surface structure 304 
while the other first electrode 226 is configured for contact 
with an internal surface structure 300. Once again, elec- 
trodes 226 configured for contact with internal surface 
structures are preferably configured for chronic implan- 
tation. In contrast, those second electrodes 228 config- 
ured for contact with external surface structures may be 
configured for chronic or acute (i.e., removable) contact. 
For the embodiments illustrated in FIGs. 15 and 16, as 
in all previous embodiments, the electrodes 226, 228 
may each comprise a plurality of separately selectable 
electrodes each of which may be alternated between 
stimulating and return electrode functionality. Particular 
implementations of the schemas of FIGs. 15 and 16 are 
further illustrated in FIGs. 17-19. For reference, each of 
FIGs. 17-19 illustrate a top view of an eyeball comprising 
a cornea 158, conjunctiva 159, sclera 164 and, in hidden 
view, aneuroretina 150, macula 169 and optic nerve 166. 
[0064] Referring now to FIG. 17, an exemplary embod- 
iment of the schema of FIG. 15 is illustrated. In particular, 
FIG. 17 illustrates the placement of a first electrode 310 
(in this case, a plurality of electrodes) placed on a first 
internal surface structure and a second electrode 320 on 
a second internal surface structure. Connections to an 
electrical source 324 are schematically shown. In this 
embodiment, the first and second internal surface struc- 
tures may comprise, for example, separate regions of 
scleral tissue. As shown, the plurality of electrodes 310 
constituting the first electrode is supported by a body 
member 322 in the form of a scleral band or ring, as 
described previously with reference to FIG. 13. The sec- 
ond electrode 320, although illustrated as a single elec- 
trode, may comprise a plurality of electrodes. In either 
case, the second electrode 320 may include a supporting 
body member (not shown) to aid in positioning and fixa- 
tion of the second electrode. Applying an electrical stim- 
ulation signal across the first and second electrodes will 
result in trans-retinal currents that stimulate the retina. 
To maximize the effects of trans-retinal current, the sec- 
ond electrode 320 is preferably configured for and posi- 
tioned upon an internal surface structure corresponding 
to (i.e., aligned with) the macula 169 of the eye. 

[0065] Referring now to FIGs. 18 and 19, embodiments 
are illustrated, which are not part of the invention. FIG. 
18 illustrates placement of a second electrode 320 (as 
described above relative to FIG. 17) on an internal sur- 
face structure of the eye. However, in this embodiment, 
the first electrode 330 is configured for epi-conjunctival 
placement, i.e., in contact with an external surface struc- 
ture. As shown, the first electrode may comprise a sup- 
porting body member 332 as described previously with 
reference to FIG. 11. FIG. 19 illustrates yet another in- 
ternal/external surface structure embodiment combining 
a scleral ring electrode 310 implementation and an epi- 
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conjunctival electrode 330 implementation. 


Claims 


A device for treatment of degenerative retinal dis- 
ease, comprising: 


a source (224, 224’, 224") of electrical stimula- 
tion; 

a first electrode (226), coupled to the source 
(224, 224’, 224"), configured for contact with a 
first internal surface structure (300) of an eyeball 
(220); and 

a second electrode (228), coupled to the source 
(224, 224’, 224"), configured for contact with a 
second surface structure of the eyeball (220); 
characterized in that the second electrode 
(228) is configured for contact with an external 
surface structure (158, 159, 304) of the eyeball, 
or in that the second electrode (228) is config- 
ured for attachment to an internal surface struc- 
ture of the eyeball being an outer surface of the 
sclera. 


The device of claim 1, wherein the second electrode 
(228) is supported on a body member (281-283, 290) 
configured for attachment to the outer surface of the 
sclera. 


The device of claim 2, wherein the body member 
(281-283, 290) comprises a band, a ring or a sheath 
which is configured to extend at least partially around 
the eyeball to aid in positioning and fixation of the 
second electrode. 


The device of claim 3, wherein the body member 
(281-283, 290) includes one or more openings to 
accommodate the presence of ocular structures, 
such as connections between muscles and the scle- 
ra. 


The device of claim 1, wherein the first electrode 
(226) is at least one stimulating electrode configured 
for chronic contact with the first surface structure of 
the eyeball, and the second electrode (228) is atleast 
one return electrode configured for chronic contact 
with the second surface structure of the eyeball. 


The device of claim 5, wherein an electrical stimula- 
tion signal from the source (224, 224’, 224") is ap- 
plied to the eyeball (220) via the at least one stimu- 
lating electrode and the at least one return electrode. 


The device of any preceding claim, wherein the first 
electrode (226) is supported on a body member con- 
figured for contact with an internal surface structure 
corresponding to a macula of the eyeball. 
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8. 


The device of claim 1, wherein the second electrode 
(228) is supported on a body member (265, 270) 
configured for contact with an external surface struc- 
ture (158, 159, 304) of the eyeball, in particular for 
corneal or epi-conjunctival contact with the external 
surface structure of the eyeball. 


The device of any one of the preceding claims, 
wherein the first electrode (226) and the second elec- 
trode (228) are electrically interconnected via a wire. 


Patentanspruche 


1. 


Vorrichtung zur Behandlung einer degenerativen 
Netzhauterkrankung, umfassend: 


- eine Quelle (224, 224’, 224") elektrischer Sti- 
mulation, 

- eine an die Quelle (224, 224’, 224") gekoppelte 
erste Elektrode (226), die für einen Kontakt mit 
einer ersten Innen-Oberflachenstruktur (300) ei- 
nes Augapfels (220) konfiguriert ist, und 

- eine an die Quelle (224, 224’, 224") gekoppelte 
zweite Elektrode (228), die fur einen Kontakt mit 
einer zweiten Oberflachenstruktur des Augap- 
fels (220) konfiguriert ist, 


dadurch gekennzeichnet, dass die zweite Elek- 
trode (228) für einen Kontakt mit einer Außen-Ober- 
flachenstruktur (158, 159, 304) des Augapfels kon- 
figuriert ist, oder dass die zweite Elektrode (228) fur 
eine Anbringung an eine Innen-Oberflachenstruktur 
des Augapfels, die eine Außen-Oberfläche der Skle- 
ra ist, konfiguriert ist. 


Vorrichtung nach Anspruch 1, wobei die zweite Elek- 
trode (228) an einem Ròrperelement (281-283, 290) 
gehalten ist, welches fúr eine Anbringung an die Au- 
Ren-Oberflàche der Sklera konfiguriert ist. 


Vorrichtung nach Anspruch 2, wobei das KOrperele- 
ment (281-283, 290) ein Band, einen Ring oder einen 
Mantel umfasst, welches bzw. welcher konfiguriert 
ist, sich zumindest teilweise um den Augapfel zu er- 
strecken, um die Positionierung und Fixierung der 
zweiten Elektrode zu unterstutzen. 


Vorrichtung nach Anspruch 3, wobei das KOrperele- 
ment (281-283, 290) eine oder mehrere Öffnungen 
umfasst, um die vorhanden Augenstrukturen, wie 
zum Beispiel Verbindungen zwischen Muskeln und 
der Sklera, aufzunehmen. 


Vorrichtung nach Anspruch 1, wobei die erste Elek- 
trode (226) wenigstens eine Stimulationselektrode 
ist, die für einen chronischen Kontakt mit der ersten 
Oberflächenstruktur des Augapfels konfiguriert ist, 
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und die zweite Elektrode (228) wenigstens eine 
Ruckleitelektrode ist, die fur einen chronischen Kon- 
takt mit der zweiten Oberflachenstruktur des Augap- 
fels konfiguriert ist. 


Vorrichtung nach Anspruch 5, wobei dem Augapfel 
(220) ein elektrisches Stimulationssignal von der 
Quelle (224, 224’, 224") Uber die wenigstens eine 
Stimulationselektrode und die wenigstens eine 
Ruckleitelektrode zugefuhrt wird. 


Vorrichtung nach einem der vorhergehenden An- 
sprüche, wobei die erste Elektrode (226) an einem 
Körperelement gehalten ist, welches für einen Kon- 
takt mit einer Innen-Oberflächenstruktur, die einer 
Makula des Augapfels entspricht, konfiguriert ist. 


Vorrichtung nach Anspruch 1, wobei die zweite Elek- 
trode (228) an einem Körperelement (265, 270) ge- 
halten ist, welches für einen Kontakt mit einer Au- 
Ren-Oberflächenstruktur (158, 159, 304) des Aug- 
apfels, insbesondere für einen kornealen oder epi- 
konjunktivalen Kontakt mit der Außen-Oberflächen- 
struktur des Augapfels, konfiguriert ist. 


Vorrichtung nach einem der vorhergehenden An- 
sprüche, wobei die erste Elektrode (226) und die 
zweite Elektrode (228) elektrisch über ein Kabel mit- 
einander verbunden sind. 


Revendications 


Dispositif de traitement de maladie rétinienne dégé- 
nérative comprenant : 


une source (224, 224’, 224") de stimulation 
électrique ; 

une premiére électrode (226) couplée a la sour- 
ce (224, 224’, 224"), configurée pour étre en 
contact avec une premiere structure superficiel- 
le interne (300) d’un globe oculaire (220) ; et 
une seconde électrode (228) couplée a la sour- 
ce (224, 224’, 224"), configurée pour étre en 
contact avec une seconde structure superficielle 
du globe oculaire (220) ; 

caractérisé en ce que la seconde électrode 
(228) est configurée pour étre en contact avec 
une structure superficielle externe (158, 159, 
304) du globe oculaire, ou en ce que la seconde 
électrode (228) est configurée pour étre fixée a 
une structure superficielle interne du globe ocu- 
laire correspondant a une surface externe de la 
sclére. 


2. Dispositif selon la revendication 1, dans lequel la se- 


conde électrode (228) est supportée sur un élément 
de corps (281-283, 290) configuré pour étre fixé ala 
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10 


surface externe de la sclére. 


Dispositif selon la revendication 2, dans lequel l'élé- 
ment de corps (281-283, 290) comprend une bande, 
un anneau ou une gaine qui est configuré(e) pour 
s’etendre au moins partiellement autour du globe 
oculaire pour faciliter le positionnement et la fixation 
de la seconde électrode. 


Dispositif selon la revendication 3, dans lequel l'élé- 
ment de corps (281-283, 290) comprend une ou plu- 
sieurs ouvertures pour s’adapter a la présence de 
structures oculaires, telles que des liaisons entre des 
muscles et la sclére. 


Dispositif selon la revendication 1, dans lequel la pre- 
miére électrode (226) est au moins une électrode de 
stimulation configuree pour étre en contact chroni- 
que avec la première structure superficielle du globe 
oculaire, et la seconde électrode (228) est au moins 
une électrode de référence configurée pour étre en 
contact chronique avec la seconde structure super- 
ficielle du globe oculaire. 


Dispositif selon la revendication 5, dans lequel un 
signal de stimulation électrique provenant de la sour- 
ce (224, 224', 224") est appliqué au globe oculaire 
(220) par le biais de l'au moins une électrode de 
stimulation et de l'au moins une électrode de réfé- 
rence. 


Dispositif selon l'une quelconque des revendications 
précédentes, dans lequel la première électrode 
(226) est supportée sur un élément de corps confi- 
guré pour étre en contact avec une structure super- 
ficielle interne correspondant à une macula du globe 
oculaire. 


Dispositif selon la revendication 1, dans lequel la se- 
conde électrode (228) est supportée sur un élément 
de corps (265, 270) configuré pour étre en contact 
avec une structure superficielle externe (158, 159, 
304) du globe oculaire, en particulier pour étre en 
contact cornéen ou épi-conjonctival avec la structure 
superficielle externe du globe oculaire. 


Dispositif selon l'une quelconque des revendications 
précédentes, dans lequel la première électrode 
(226) et la seconde électrode (228) sont intercon- 
nectées électriquement par le biais d'un fil. 
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